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Abstract 


Over  the  past  year  we  have  continued  our  study  of  the  passive  standoff  detection  of 
radiological  materials  by  Fourier-transform  infrared  (FTIR)  radiometry.  The  earlier  work  had 
shown  that  a  number  of  radiological  materials  have  an  infrared  signature  in  the  8-14  pm 
thermal  infrared  region.  As  well,  through  a  series  of  simulations  using  the  MODTRAN4 
atmospheric  transmission  model,  it  had  been  shown  that  these  materials  may  potentially  be 
detected  passively  at  standoff  distances  of  several  kilometres.  In  this  report  we  present  results 
of  our  current  work  that  focus  on  recent  new  measurements  of  spectral  signatures,  including 
the  uranium  oxides  U02  and  UO3.  Preliminary  results  from  a  measurement  campaign  held  at 
Defence  Research  and  Development  Canada  -  Valcartier  this  year  are  also  presented  which 
address  the  passive  detection  of  radiological  materials  in  the  field  at  standoff  distances  of  1 0  - 
40  m.  These  results  are  analysed  in  view  of  determining  the  potential  for  measuring 
radiological  products  with  a  passive  standoff  FTIR  technique. 


Resume 

Au  cours  de  la  demiere  annee  nous  avons  poursuivi  notre  etude  de  teledetection  passive  de 
materiaux  radiologiques  par  radiometrie  infrarouge  a  transformation  de  Fourier  (FTIR).  Le 
travail  precedent  avait  montre  que  plusieurs  materiaux  radiologiques  ont  une  signature 
infrarouge  dans  la  bande  thermique  8-14  pm.  De  plus,  une  serie  de  simulations  utilisant  le 
modele  de  transmission  atmospherique  MODTRAN4  a  permis  de  montrer  que  ces  materiaux 
pourraient  etre  teledetectes  passivement  sur  des  distances  de  plusieurs  kilometres.  Dans  ce 
rapport  nous  presentons  les  resultats  de  nos  travaux  recents  sur  de  nouvelles  mesures  de 
signatures  spectrales,  incluant  les  oxydes  d'uranium  U02  et  U03.  Les  resultats  preliminaires 
d'une  campagne  de  mesures  qui  s’est  deroulee  cette  annee  a  Recherche  et  developpement 
pour  la  defense  Canada  -  Valcartier  visant  a  tester,  a  l’exterieur,  la  teledetection  passive  de 
materiaux  radiologiques  sur  des  distances  de  10  a  40  m  sont  aussi  presentes.  Ces  resultats 
sont  analyses  en  vue  de  determiner  le  potentiel  de  la  technique  de  teledetection  passive  FTIR 
pour  la  mesure  des  produits  radiologiques. 
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Executive  summary 


Passive  standoff  Fourier-transform  infrared  (FTIR)  radiometry  is  a  well-known  technique  for 
the  detection  and  identification  of  chemical  agents.  In  addition  to  the  potential  threat  that 
toxic  chemical  vapours  may  pose,  there  is  also  the  possibility  of  a  release  of  radiological 
material  by  accidental  or  terrorist  activity.  As  a  result  it  is  important  to  have  the  necessary 
tools  and  techniques  available  for  detecting  and  identifying  radioactive  products.  At  present, 
the  main  detection  techniques  depend  on  methods  involving  the  measurement  of  a  material’s 
decay  products. 

The  objective  of  this  note  is  to  determine  if  the  passive  standoff  FTIR  radiometric  technique 
can  also  be  used  to  detect  and  identify  radiological  products  in  outdoor  environments.  To 
accomplish  this  goal  it  was  first  necessary  to  determine  if  radiological  materials  have  a 
signature  in  the  thermal  infrared  region  of  the  spectrum  where  passive  detection  occurs. 
Through  a  series  of  diffuse  reflectance  measurements  obtained  in  the  laboratory  it  is  shown 
that  a  number  of  radiological  materials,  including  several  oxides  of  uranium  (U02,  U03, 
U3O8),  the  oxides  of  cobalt  (CoO  and  C02O3),  iridium  oxide  (IrCT),  thorium  oxide  (ThCF), 
strontium  oxide  (SrO),  iodine  oxide  (I2O5)  lanthanum  oxide  (La203)  and  yellow  cake,  have 
detailed  infrared  signatures  that  may  make  these  compounds  susceptible  to  detection  by 
passive  radiometry. 

The  results  of  the  laboratory  reflectance  measurements  are  followed  by  an  investigation  based 
on  model  simulations  to  determine  the  possibility  of  passively  detecting  and  identifying 
radiological  materials  at  the  surface  for  a  number  of  sensor  altitudes.  These  simulations  were 
performed  using  the  MODTRAN4  radiative  transfer  model,  which  is  able  to  characterize 
accurately  the  thermal  radiance  at  any  altitude  that  emanates  from  the  atmosphere  and  from 
backgrounds  having  specific  spectral  reflectances.  The  simulated  results  indicate  that  there  is 
potential  for  measuring  radiological  materials  passively  for  several  sensor  altitudes.  Finally, 
results  from  two  passive  radiometric  measurements  of  SrO  obtained  in  the  field  with  the 
Compact  Atmospheric  Sounding  Interferometer  are  presented  for  standoff  distances  of  up  to 
40  m.  These  measurements  support  the  conclusions  determined  from  the  simulation  studies. 

The  development  of  a  non-nuclear  detection  capability  based  on  passive  standoff  FTIR 
radiometry  may  be  a  potentially  useful  addition  to  the  arsenal  of  nuclear  measurement 
techniques  that  already  exist  for  the  detection  and  identification  of  nuclear  threats.  Such  a 
capability  may  also  have  an  important  application  for  the  mining  industry. 
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Sommaire 


La  teledetection  passive  par  interferometrie  infrarouge  a  transformee  de  Fourier  (FTIR)  est 
une  technique  acceptee  pour  la  detection  et  l'identification  d’agents  chimiques.  En  plus  des 
menaces  potentielles  associees  aux  produits  chimiques,  il  y  a  egalement  la  possibilite  de 
dispersion  de  materiel  radiologique  provenant  d'activites  accidentelles  ou  terroristes.  Par 
consequent,  il  est  important  d'avoir  a  notre  disposition  les  outils  et  techniques  necessaires 
pour  detecter  et  identifier  les  produits  radiologiques.  Les  principales  techniques  de  detection 
existantes  dependent  de  methodes  s’appuyant  sur  la  mesure  de  la  decroissance  de  la 
radioactivite  des  materiaux. 

L'objectif  de  ce  rapport  est  de  determiner  si  la  technique  de  teledetection  passive  FTIR  peut 
etre  employee  pour  detecter  et  identifier  les  produits  radiologiques  dans  les  environnements 
exterieurs.  A  cette  fin,  il  etait  necessaire  de  determiner  si  les  materiaux  radiologiques  avaient 
une  signature  dans  l’infrarouge  thermique  ou  la  detection  passive  se  produit.  A  l’aide  d’une 
serie  de  mesures  de  reflectivite  diffuse  obtenues  en  laboratoire,  on  montre  qu'un  certain 
nombre  de  materiaux  radiologiques,  c.-a-d.  oxydes  d'uranium  (U02,  UO3,  lAOg),  oxydes  de 
cobalt  (CoO  et  Co203),  l'oxyde  d'iridium  (Ir02),  l'oxyde  de  thorium  (Th02),  l'oxyde  de 
strontium  (SrO),  l'oxyde  de  lanthane  de  l'oxyde  d'iode  (I205)  (La203)  et  le  ’’yellow  cake”,  ont 
des  signatures  infrarouges  detaillees  qui  peuvent  rendre  ces  composes  detectables  par 
radiometrie  passive. 

Les  resultats  des  mesures  de  reflectance  diffuse  en  laboratoire  sont  suivis  d’une  etude  de 
simulations  avec  des  modeles  pour  determiner  la  possibilite  de  teledetection  passive  et 
d'identification  des  materiaux  radiologiques  sur  la  surface  terrestre  pour  un  certain  nombre 
d'altitudes.  Ces  simulations  ont  ete  effectuees  en  utilisant  le  modele  de  transfert  radiatif 
MODTRAN4,  qui  peut  caracteriser  exactement  le  rayonnement  thermique  qui  emane  a 
n'importe  quelle  altitude  de  l'atmosphere  et  des  milieux  ayant  des  reflectivites  spectrales 
determinees.  Les  resultats  simules  indiquent  un  certain  potentiel  a  mesurer  passivement  les 
materiaux  radiologiques  pour  des  altitudes  allant  jusqu'a  100  kilometres.  Finalement,  les 
resultats  de  deux  mesures  radiometriques  passives  de  SrO  obtenues  a  l’aide  du  spectrometre 
CATSI  (Compact  ATmospheric  Sounding  Interferometer)  sont  presentes  pour  des  distances 
allant  jusqu'a  40  m.  Ces  mesures  appuient  les  conclusions  de  1’ etude  de  simulation. 

Le  developpement  de  techniques  non  nucleaires  de  detection  basees  sur  la  radiometrie  passive 
LTIR  peut  etre  une  addition  potentiellement  utile  a  l'arsenal  des  techniques  de  mesure  qui 
existent  deja  pour  la  detection  et  l'identification  des  menaces  nucleaires.  De  telles  possibilites 
peuvent  egalement  avoir  une  application  importante  sur  l'industrie  miniere. 
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1.  Introduction 


Passive  standoff  detection  by  Fourier-transform  infrared  (FTIR)  radiometry  has  become  a 
relatively  mature  and  reliable  method  for  the  identification  and  measurement  of  toxic 
chemical  vapours  emitted  from  stacks. 1-4  Recently,  it  has  also  been  shown  to  be  a  potentially 
valuable  tool  for  measuring  biological  warfare  agents5'6  and  surfaces  contaminated  with  CW 
agents.7  Therefore,  passive  standoff  detection  by  FTIR  radiometric  techniques  plays  one  of 
the  most  important  roles  in  detecting  and  identifying  chemical  and  biological  (CB)  hazards  on 
the  battlefield  and  as  a  counter-terrorism  measure.  In  addition  to  these  hazards,  there  is  the 
possibility  of  a  release  of  nuclear  material  at  a  nuclear  power  plant,  during  the  transportation 
of  radioactive  materials,  or  by  terrorist  activity,  which  could  result  in  widespread  radioactive 
contamination  over  populated  regions. 

At  present,  the  main  detection  techniques  for  radiological  compounds  depend  on  the 
measurement  of  the  particle  emission  emanating  from  the  radioactively  decaying  material. 

This  normally  constitutes  a  measurement  of  the  product’s  gamma  rays  or  other  emission 
particles  including  neutrons,  and  alpha  and  beta  particles.  The  traditional  means  of  detection 
depends  strongly  on  the  strength  of  the  emitting  source.  However,  alpha  and  beta  particle 
emissions  are  strongly  attenuated  by  modest  amounts  of  shielding,  even  by  a  sheet  of  paper  in 
the  case  of  alpha  particles,  which  requires  that  the  instrument  be  relatively  close  to  the  sources 
in  order  to  detect  their  presence. 

Previously,  we  have  shown  that  some  materials  such  as  U308,  Th02,  Csl,  SrO,  I205  and  La203 
have  absorption  features  in  the  thermal  infrared  region,  and  that  these  materials  may 
potentially  be  detected  by  passive  FTIR  radiometry.8'9  In  this  report,  we  extend  this  analysis 
to  include  other  important  materials  and  present  some  preliminary  passive  standoff 
measurements.  This  study  concerns  the  measurements  of  diffuse  reflectance  from  a  number 
of  radiological  or  related  products,  including  the  oxides  of  uranium  (U02,  U03),  the  oxides  of 
cobalt  (CoO  and  Co203)  and  iridium  oxide  (Ir02).  Of  these  materials,  only  the  uranium 
oxides  were  radioactive.  However,  it  is  expected  that  similar  absoiption  spectra  will  be 
measured  for  the  non-radioactive  isotopes.  The  small  differences  in  mass  that  exist  among  the 
isotopes  will  result  only  in  a  small  shift  in  the  spectral  signature.  A  study  based  on 
simulations  performed  with  the  MODTRAN4  transmission  code10  has  also  been  undertaken  in 
order  to  determine  if  these  materials  can  be  detected  and  identified  for  a  number  of  different 
sensor  altitudes. 

The  development  of  a  passive  detection  capability  based  on  FTIR  radiometry  may  provide  an 
effective  measurement  tool  for  detecting  and  identifying  many  NBC  threats.  There  may  also 
be  an  important  application  for  this  kind  of  technology  in  identifying  uranium  compounds  for 
the  mining  industry. 
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2.  Detection  principles  and  phenomenology 


A  passive  long-wave  infrared  standoff  sensor  functions  by  exploiting  the  temperature 
difference  (AT)  that  exists  between  the  target  scene  and  the  background  scene.  If  the  target  is 
warmer  than  the  background,  then  the  spectrum  of  the  target  chemical  will  be  measured  as  an 
emission  feature  in  the  spectrum  recorded  by  the  sensor.  Conversely,  if  the  target  is  colder 
than  the  background,  then  the  target  chemical  spectrum  will  be  measured  as  an  absoiption 
feature.  When  a  target  consisting  of  a  solid  powder  is  present  on  a  surface,  AT  is  zero  since 
the  background  (  surface)  and  the  powder  are  in  contact.  However,  if  the  radiation  from  an 
external  hot  or  cold  source  is  reflected  from  the  surface,  then  it  is  possible  to  observe  the 
spectrum  of  the  powder.  In  outdoor  environments,  the  radiation  from  the  cold  sky  provides  a 
high  surface-to-sky  temperature  difference  that  yields  favourable  detection  possibilities.  The 
radiative  transfer  associated  with  the  detection  of  powdered  targets  is  outlined  below. 

The  radiative  transfer  intervening  at  a  surface  can  be  understood  from  a  simple  physical 
argument.  A  diagram  is  presented  in  Fig.  1  that  defines  the  parameters  used  to  evaluate  the 
radiance  emanating  from  a  clean  surface  and  one  contaminated  with  a  powder;  both  are 
exposed  to  an  outdoor  environment.  For  a  clean  surface  having  a  reflectance  Ra,  the  spectral 
radiance  measured  at  the  sensor  contains  two  components,  i.e.  the  emitted  radiance  from  the 
surface,  B(l-  R0),  and  the  cold  sky  radiance  reflected  by  the  surface,  LdownR0.  The  parameter, 
Ldown,  represents  the  downwelling  radiance  from  the  sky  and  B  is  the  Planck  radiance 
evaluated  at  the  temperature  (T)  of  the  surface  that  is  given  by 


B  = 


f  \ 

1.191x10  12  k3 

'l.439v 'j 

1 


(i) 


where  v  is  the  wavenumber  in  cm'1,  and  B  is  in  W/cm2  sr  cm'1.  Adding  these  two  radiance 
components,  B(l-  Ra)  and  LdownR0,  yields  an  expression  for  the  radiance  of  the 
uncontaminated  surface  that  is  given  by 

A clean  =  ^  ~  C®  _  L down  )  •  A) 


Similarly,  for  a  contaminated  substrate  consisting  of  a  powder  with  a  reflectance  Rcom,  as 
shown  in  Fig.  1,  the  spectral  radiance  measured  by  the  sensor  is  given  by, 


Aonr  —  B  Rcont  ( B  Ldown  ) .  (3) 

A  quantity  of  interest  to  study  the  perturbation  effects  of  a  contaminant  on  a  surface  is  the 
differential  spectral  radiance  (AL),  which  is  the  radiance  difference  (Lcont  -Lclean)  obtained  by 
subtracting  Eq.  (2)  from  Eq.  (3), 

LCOnt  ~  Ldean  =  A L  =  (Ro  -  Rcont  ){B  -  Ldown  ) .  (4) 
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Inspection  of  Eq.  (4)  reveals  some  simple  facts  concerning  the  sensitivity  for  detecting  surface 
contaminants  by  passive  spectral  radiometry.  First  of  all,  the  radiance  difference  is 
proportional  to  the  reflectance  contrast  (R0-  Rco„t),  indicating  that  a  highly  reflecting  surface 
results  in  an  increased  sensitivity  for  detection.  Secondly,  the  radiance  difference  is 
proportional  to  the  radiative  contrast  between  the  Planck  surface  radiance  and  the 
downwelling  sky  radiance,  (B  -  Ldown).  Since  the  downwelling  radiance  increases  with  cloud 
cover,  which  in  turn  results  in  a  decrease  in  the  radiative  contrast,  the  best  detection 
possibilities  are  obtained  for  clear  sky  conditions  where  Ldow„  is  a  minimum. 


Figure  1:  Diagram  and  parameters  used  to  evaluate  the  radiance  of  a  clean  surface  and  a 
surface  covered  by  a  powdered  contaminant. 
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3.  Results  and  discussion 


3.1  Laboratory  measurements  of  diffuse  reflectance 

Diffuse  reflectance  infrared  Fourier-transform  spectroscopy  (DRIFTS)  is  a  simple  method  for 
acquiring  reflectance  spectra  from  powdered  samples. 1 1  It  was  used  in  this  work  to  measure 
the  reflectance  from  powdered  samples  of  UCF,  UO3,  U3O8,  CoO,  C02O3,  and  IrC>2.  The 
uranium  samples  were  supplied  by  Cameco  Corporation,  and  all  of  the  other  products  were 
purchased  from  Sigma-Aldrich  with  purities  exceeding  99  %  in  all  cases.  The  spectra  were 
recorded  with  a  Digilab  Fourier-transform  spectrometer  (FTS  3000)  at  a  resolution  of  4  cm1 
using  a  Peltier-cooled  DTGS  detector  and  a  Ge-coated  KBr  beamsplitter.  Several  spectra 
were  first  measured  at  a  resolution  of  1  cm'1;  however,  no  additional  spectral  information  was 
evident  at  the  higher  setting.  Photographs  of  the  Digilab  FTS  3000  and  the  DRIFTS 
accessory  installed  within  the  sample  compartment  of  the  system  are  shown  in  Figs.  2A  and 
2B,  respectively. 

The  DRIFTS  accessory  ( Spectra-tech,  Inc.)  had  a  biconical  optical  arrangement,  as  illustrated 
in  the  schematic  diagram  in  Fig.  3.  Infrared  radiation  from  a  ceramic  source  was  directed 
from  the  interferometer  towards  the  parabolic  mirror,  M3,  and  focused  onto  the  sample  cup 
that  was  filled  with  powder.  The  reflected  diffuse  radiation  from  the  powdered  sample  was 
collected  by  another  parabolic  mirror,  M5,  and  redirected  towards  the  DTGS  detector  of  the 
FTS  system.  The  spot  size  illuminated  by  the  infrared  beam  at  the  sample  surface  was  less 
than  2-mm  in  diameter.  A  small  piece  of  600-grit  silicon  carbide  paper  with  adhesive  backing 
was  coated  with  a  0.25-pm  layer  of  pure  gold  by  vapour  deposition,  which  constituted  the 
reference  sample.  Its  absolute  reflectance  has  been  measured  to  be  close  to  unity  throughout 
the  thermal  infrared  region. 1 1 

The  procedure  for  performing  the  reflectance  measurements  was  as  follows.  The  gold 
reference  sample  was  first  placed  in  the  DRIFTS  receptacle.  The  system  was  purged  for  15 
min  to  reduce  the  amount  of  residual  water  vapour  and  carbon  dioxide  that  remained  in  the 
sample  compartment  of  the  spectrometer,  and  then  a  spectrum  of  the  intensity  of  the  radiation 
reflected  from  the  gold  surface  was  measured.  The  gold  sample  was  then  removed,  and  the 
receptacle  was  filled  with  one  of  the  powdered  samples.  After  another  15  min  purge,  a 
spectrum  of  the  radiation  reflected  from  the  powder  was  measured.  The  gold  sample  was 
replaced  for  a  second  time  and  a  measurement  was  obtained  to  insure  that  the  DRIFTS 
assembly  gave  reproducible  results.  The  reflectance  spectrum  of  the  powder  was  determined 
from  the  ratio  of  the  reflected  intensities  from  the  powder  and  the  gold. 

Examples  of  the  reflectance  spectra  measured  by  the  DRIFTS  technique  for  UO2,  UO3,  ITOg, 
CoO,  C02O3  and  Ir02  are  presented  in  Fig.  4.  The  materials  exhibit  a  rich  structure 
throughout  the  500  -  4000  cm'1  (2.5  -  20  pm)  region,  and  in  particular  within  the  thermal 
infrared  region  of  700  -  1400  cm'1  (7-14  pm).  In  general,  the  features  are  much  broader 
than  those  associated  with  gases  due  to  the  thermal  vibrations  in  the  lattice,  which  has  the 
effect  of  smearing  out  the  band  shape.12 
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Figure  2:  Photographs  of  the  (A)  Digilab  FTS  3000  spectrometer  and  (B)  the  DRIFTS 
accessory  installed  inside  the  sample  compartment  of  the  FTS  3000  for  measuring  the 
reflectance  of  radiological  materials. 


Figure  3:  Schematic  diagram  of  the  optical  arrangement  used  to  measure  reflectance 

spectra. 
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Figure  4:  (A)  Reflectance  spectra  measured  by  the  DRIFTS  technique  for  a  number  of 
radiological  products  over  the  500  -  4000  cm'1  region.  The  measurements  were  obtained  at  a 
resolution  of  4  cm'1.  (B)  An  expanded  view  of  the  reflectances  over  the  700  -  1400  cm'1  (7  - 

14  pm)  thermal  infrared  region. 


3.2  Simulations  of  the  standoff  detection  of  radiological 
products 

In  order  to  be  identified  by  a  passive  standoff  detection  technique,  it  is  necessary  that  the 
energy  reflected  and  emitted  by  the  materials  at  the  surface  be  transmitted  through  the 
atmosphere  to  the  sensor  located  above  at  some  altitude.  Fortunately,  the  atmosphere  is 
relatively  transparent  in  the  700  -  1300  cm-1  (8  -  14  pm)  region,  as  shown  in  Fig.  5  by  the 
transmission  spectra  of  the  1976  U.S.  standard  atmosphere13  simulated  with  the  MODTRAN4 
model.  For  a  path  of  1  m,  there  is  an  insignificant  effect  of  the  atmosphere  on  the  radiation 
emitted  or  reflected  by  the  surface.  This  leads  to  the  possibility  of  having  a  hand-held  passive 
standoff  device  that  may  be  capable  of  mapping  dispersal  patterns  of  nuclear  products  on  the 
ground.  For  longer  paths  of  0.1  -  1  km,  the  atmosphere  becomes  significantly  more  opaque, 
particularly  in  the  spectral  range  below  700  cm1  and  above  1300  cm'1.  However,  it  is 
apparent  that  the  atmosphere  is  sufficiently  transmissive  in  the  750  -  1250  cm"1  region,  and 
this  may  make  it  possible  to  have  an  airborne  passive  sensor  that  is  capable  of  detecting  and 
identifying  radiological  materials  at  the  surface. 

To  summarize,  the  two  main  criteria  for  determining  if  a  passive  standoff  FTS  system  has  the 
potential  for  successfully  measuring  radiological  materials  have  been  achieved;  the  materials 
themselves  have  infrared  signatures  in  the  thermal  infrared  region,  and  the  atmosphere  is 
sufficiently  transparent  to  permit  their  detection. 
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Figure  5:  Transmission  spectra  for  three  different  optical  depths  of  atmosphere,  as  simulated 

with  the  MODTRAN4  model. 

The  M0DTRAN4  transmission  model  was  used  to  simulate  the  nadir  radiance  at  altitudes  of  1 
m  and  1  km  above  the  earth’s  surface  for  several  radiological  materials.  The  first  scenario  at 
1  m  represents  the  conditions  for  a  hand-held  sensor  looking  down,  and  the  second  scenario  at 
1  km  represents  the  situation  for  a  down-looking  sensor  on  an  airborne  platform.  The  1976 
U.S.  standard  atmosphere  was  used  in  the  model,  along  with  the  reflectance  spectra  for  the 
various  materials  that  were  measured  in  the  laboratory.  It  is  assumed  that  the  field  of  view  is 
completely  filled  with  the  radiological  material. 

The  simulated  nadir  radiance  at  altitudes  of  1  m  and  1  km  for  a  surface  reflectance  based  on 
the  laboratory  measurement  of  U02  is  shown  in  Fig.  6.  The  direct  radiances  are  represented 
in  Fig.  6A  along  with  the  Planck  blackbody  radiation  for  a  surface  at  288.2  K,  which 
represents  the  non-reflecting  surface.  For  each  of  the  two  altitudes,  there  is  a  small  but 
discernible  discrepancy  in  the  700  -  1300  cm'1  region  of  the  spectrum  between  the  simulated 
nadir  radiance  and  the  blackbody  emission  that  cannot  be  explained  by  atmospheric  effects. 
This  difference  is  attributed  primarily  to  the  surface  reflectance  of  U02.  The  absorption 
features  that  are  present  in  the  radiance  spectrum  of  Fig.  6A  at  less  than  700  cm'1  are 
associated  with  carbon  dioxide  and  water  vapour,  and  water  vapour  is  primarily  responsible 
for  the  absoiption  features  at  greater  than  1300  cm'1.  These  features  are  only  observable  in 
the  spectra  simulated  for  sensor  altitudes  greater  than  several  metres.  Figure  6B  represents 
the  differential  radiance  simulated  with  the  MODTRAN4  model  for  the  two  sensor  altitudes 
of  1  m  and  1  km.  In  this  figure  the  differential  radiance  represents  the  difference  in  radiance 
between  two  scenes  consisting  of  U02  and  concrete.  The  direct  radiance  simulated  for  a 
surface  covered  with  U02  was  subtracted  from  the  direct  radiance  emanating  from  the 
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concrete  surface.  The  radiance  simulated  for  concrete  was  based  on  a  laboratory 
measurement  of  the  material’s  reflectance.  The  solid  black  curve  in  Fig.  6B  represents  the 
reference  differential  spectrum  of  U02.  It  was  calculated  by  subtracting  the  U02  radiance 
from  that  of  a  blackbody  without  having  an  atmosphere  present  in  order  to  avoid  atmospheric 
artifacts  that  arise  as  a  result  of  differences  in  the  reflectance  of  the  two  surfaces.  It  is  clear 
that  the  simulated  differential  nadir  radiances  at  1  m  and  1  km  show  similar  absorption 
signatures  as  the  reference  U02  spectrum,  particularly  near  the  primary  feature  at  950  cm"1. 

Figure  7  shows  the  results  from  a  series  of  simulations  with  U03  as  the  reflecting  surface. 

The  effect  that  U03  has  on  the  direct  nadir  radiance  is  evident  near  1100  cm"1  in  Fig.  7A. 
Figure  7B  represents  the  differential  radiance  simulated  with  the  MODTRAN4  model  for  the 
two  sensor  altitudes  of  1  m  and  1  km.  In  this  figure  the  differential  radiance  represents  the 
difference  in  radiance  between  two  scenes  consisting  of  U03  and  concrete.  The  direct 
radiance  simulated  for  a  surface  covered  with  U03  was  subtracted  from  the  direct  radiance 
originating  from  concrete.  The  solid  black  curve  in  Fig.  7B  represents  the  reference 
differential  spectrum  of  U03,  which  was  generated  in  a  similar  way  as  in  the  previous  case.  It 
is  clear  that  the  simulated  nadir  radiances  at  1  m  and  1  km  agree  well  with  the  reference  U03 
reference  spectrum,  and  this  suggests  that  surfaces  covered  with  U03  may  potentially  be 
detected  remotely  with  a  passive  standoff  FTS  technique. 


(A) 


500  700  900  1100  1300  1500 

Wavenumber  (cm'1) 
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(B) 


750  800  850  900  950  1000 
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Figure  6:  (A)  Direct  total  nadir  radiance  simulated  for  two  altitudes  with  a  surface  consisting  of 
U02.  (B)  Differential  radiance  simulation  showing  the  nadir  radiance  for  a  concrete  surface 
subtracted  from  the  nadir  radiance  for  a  surface  of  U02.  The  U02  absorption  features  are  clearly 

visible  in  the  differential  spectra. 


8 


DRDC  Valcartier  TN  2005-080 


E 

o 

V- 

</> 

N 

E 

o 


<D 

O 

c 

re 

'■£ 

re 

O' 

< 


500  700  900  1100  1300  1500 


Wavenumber  (cm'1) 

(A) 


(B) 


Wavenumber  (cm'1) 


Figure  7:  (A)  Direct  total  nadir  radiance  simulated  for  two  altitudes  with  a  surface  consisting 
of  UO3.  (B)  Differential  radiance  simulation  showing  the  nadir  radiance  for  a  concrete  surface 
subtracted  from  the  nadir  radiance  for  a  surface  of  UO3.  The  UO3  absorption  features  are 
clearly  visible  in  the  differential  spectra. 


As  shown  by  the  second  set  of  brackets  in  Eq.  (4),  the  intensity  of  the  differential  radiance 
depends  on  the  temperature  contrast  between  the  sky  and  the  target  on  the  ground.  In  order  to 
further  examine  the  effect  of  sky  temperature  on  the  radiance,  simulations  of  the  radiance  for 
UO3  were  performed  for  a  number  of  atmospheric  scenarios;  clear  sky,  cloud  base  at  5  km, 
cloud  base  at  1  km  and  cloud  base  at  250  m.  The  optically  thick  cloud  characterizes  a 
blackbody  radiating  at  the  temperature  of  the  atmosphere  at  which  it  is  located;  i.e.,  clouds 
located  at  lower  altitudes  in  the  atmosphere  are  warmer,  thereby  reducing  the  temperature 
contrast  with  the  surface.  The  simulations  of  the  direct  and  differential  radiance  are 
summarized  in  Figs.  8A  and  8B,  respectively.  For  the  case  of  a  cloudless  sky  where  the 
temperature  contrast  between  the  sky  and  ground  is  about  80  K  in  the  700  -  1300  cm'1  region, 
the  differential  radiance  has  a  maximum  value  of  about  7xl0"7  W/(cm2  sr  cm'1).  For  an 
optically  thick  cloud  at  an  altitude  of  5  km  the  temperature  contrast  is  reduced  to  33  K  and  the 
differential  radiance  decreases  by  more  than  a  factor  of  two.  In  the  extreme  situation  where 
the  cloud  is  near  the  ground  at  an  altitude  of  250  m,  the  contrast  in  temperature  is  only  about 
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2K  and  the  maximum  value  of  the  differential  radiance  is  about  3x1  O'8  W/(cm2  sr  cm'1). 
Under  these  conditions  some  passive  sensors  may  not  have  sufficient  sensitivity  to  detect  the 
UO3  at  the  surface. 


UO3,  no  cloud,  sky  temperature  ~  200  K  (ground  temperature  =  288.2  K) 
UO3,  cloud  base  @  5  km,  sky  temperature  =  255.3  K 
UO3,  cloud  base  @  1  km,  sky  temperature  =  281.3  K 
UO3,  cloud  base  @  250  m,  sky  temperature  =  286.2  K 


(A) 


Wavenumber  (cm  ) 


Figure  8:  Simulated  effect  of  sky  temperature  on  the  passive  detection  of  UO3.  The  sky 
temperature  was  altered  by  changing  the  base  altitude  of  an  optically  thick  cloud  from  5  km 
to  250  m.  (A)  Direct  total  nadir  radiance  simulated  for  a  surface  consisting  of  UO3  under 
varying  cloud  conditions.  (B)  Differential  radiance  simulated  by  subtracting  the  radiance  of  a 
surface  of  UO3  from  the  radiance  of  a  blackbody  at  a  surface  temperature  of  288.2  K.  The  UO3 
absorption  features  diminish  with  increased  sky  temperature  (or  equivalently,  with  decreased 
temperature  contrast  between  the  surface  and  the  sky). 


3.3  Preliminary  standoff  measurements  of  radiological 
products 

In  order  to  further  demonstrate  the  possibility  of  detecting  radiological  products  passively,  a 
field  measurement  was  performed  on  14  October  2003  involving  a  5  g  powdered  sample  of 
SrO  sprinkled  on  a  stone-tar  rooftop  at  DRDC  Valcartier,  as  shown  in  Fig.  9A.  The  Compact 
ATmospheric  Sounding  Interferometer  (CATSI)14  was  set  up  at  a  distance  of  10  m  from  the 
target,  and  the  differential  radiance  spectrum  was  measured  at  a  resolution  of  8  cm*1  under 
partly  cloudy  skies  and  at  a  temperature  of  20°C.  The  spectrum,  shown  in  Fig.  9B,  consists  of 
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the  measured  difference  between  the  radiance  from  the  SrO  powder  on  the  stone-tar  rooftop 
and  from  the  clean  portion  of  the  rooftop  adjacent  to  the  powder.  Each  spectrum  consisted  of 
40  scans,  which  required  a  time  of  10  s  for  the  measurement.  The  spectrum  is  consistent  with 
the  differential  radiance  spectrum  simulated  for  SrO  in  a  previous  paper.9  The  arrows  denote 
similarities  in  the  SrO  features  of  the  measured  and  reference  spectra.  The  differential 
radiance  spectrum  measured  in  the  absence  of  the  SrO  powder  is  also  shown  to  demonstrate 
the  stability  of  the  measurement  baseline.  A  second  measurement  was  performed  June  2004 
for  a  longer  standoff  distance  of  40  m.  The  resulting  differential  radiance  is  presented  in  Fig. 
9C,  and  there  are  obvious  similarities  with  the  simulated  SrO  differential  radiance. 
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Figure  9:  (A)  Photograph  showing  the  powdered  SrO  sample  sprinkled  on  the  stone-tar  rooftop. 

(B)  Differential  radiance  spectra  measured  at  a  standoff  distance  of  10  m  for  a  rooftop 
contaminated  with  SrO  powder.  The  simulated  differential  spectrum9  of  SrO  is  also  presented  for 
comparison.  (C)  Differential  radiance  spectra  measured  at  a  standoff  distance  of  40  m. 
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4.  Conclusions 


Over  the  past  year  DRDC  Valcartier  has  continued  to  investigate  the  feasibility  of  using 
passive  standoff  FTIR  radiometry  for  the  detection  of  radiological  materials.  Preliminary 
work  has  shown  that  a  large  number  of  radiological  materials  have  an  infrared  signature  in  the 
8-14  pm  thermal  infrared  region,  including  several  oxides  of  uranium  and  cobalt.  As  well, 
through  a  series  of  simulations  using  the  MODTRAN4  atmospheric  transmission  model,  it  has 
been  shown  that  these  materials  may  potentially  be  detected  at  standoff  distances  of  several 
kilometres.  Preliminary  results  from  a  field  trial  at  DRDC  Valcartier  this  year  indicate  that 
the  passive  detection  of  radiological  materials  is  possible  for  standoff  distances  of  10  -  40  m. 
These  results  suggest  that  the  passive  standoff  FTIR  technique  may  play  an  important  role  in 
the  detection  of  nuclear  products. 
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